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CONNECTION ERRORS IN 
CAPACITANCE MEASUREMENTS 

• WHEN A CONDENSER is 
into a circuit, some tyjK* of connoctinf; wires 
must be used. These wires will have capac¬ 
itances to each other and to other parts of 
the circuit, with the result that the capaci¬ 
tance actually introduced into the circuit is 
different from that of the condenser alone. Kven when one comlenser is 
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substituted for another, iisinp exactly the same leads, the capacitance of 
these connections may be different in the two cases, particularly if the 
two condensers differ in size and shape. Such connection errors, while 
negligible in many cas«*s involving large capacitances, liecome of im- 
jKirtance in the measurement and intercompari.son of small capacitances 
and of standards. 

How many different types of connection capacitances are there and 
what are their magnitudes? An actual example will serve to illustrate 
them. SupjKise that two Type 722 Pre<*ision Condensers are to be con¬ 
nected together. With their panels totit'liing. their terminals are three 
inches apart. Let thesA* ter¬ 
minals be connected by two 
No. 16 bare cop|ier wires 
spaced ^ of an inch apart 
(standard General Radio 
spacing). The wire should 
be bare to eliminate both 
the extra capacitance intro- 


Ficurk I. The aceurary to wliieh 
the ealihrution of a Type 722-1) 
Precision (!<»iidenser (shown at 
right) can he 8|>eeifie<l depenils to 
a eonsiderahle degree iiiMYn the 
errors discussed in this article 
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ducecl by the insulation, whose dieleelrie 
constant is greater than unity (3 fier- 
haps), and the added dielectric loss in 
this insulation. The wire should Ik* of 
small diameter because its capacitance 
varies as the logarithm of the ratio of 
its diameter to some other length, spac¬ 
ing of the wires, or distance to ground. 
Precision condensers are two-terminal 
condensers with one terminal connected 
to the panel and shield. One of the con¬ 
necting wires is, therefore, connected to 
the panel and to ground. 

There are tliree types of capaci¬ 
tance involved: capacitance between 
the two wires, capacitance between the 
high w ire and the panel, and capacitance 
between the high wire and ground. The 
calculated values of these three capaci¬ 
tances are 0.22 /tt/uf, 1.07 and 0.79 /x/xf, 
respectively. They are, however, by no 
means additive. The grounded wire 
shields the panel so that part of the ca¬ 
pacitance to the panel is transferred to 
the grounded w ire. Similarly, part of the 
capacitance to an infinite ground is 
transferred to the panel which is shield¬ 
ing it. The actual total capacitance is 
1.19 /x/xf. This is certainly not negligible 
when measuring capacitances of 1000 /xjuf 
or smaller. 



Figcrk 3. The stray capacitanceA Q and Ch 
prrNltice errors in the measurement of the 
unknown condenser Cx 


It should then he sufficient, when con¬ 
necting two condensers in parallel, to 
add the capacitance of the added con¬ 
denser and the connecting wires. Unfor¬ 
tunately, the latter, as indicated above, 
is not a c!onstant for a given pair of w'ires, 
hut depends greatly upon the distance of 
these wires to all grounded panels and 
hence on the size and shape of the added 
condenser. It is, therefore, usual in suh- 
stitution measurements to keep the leads 
connected to the standard condenser 
with the unknown in position and with 
its grounded terminal already con¬ 
nected. The high lead is in position and 
just not touching the high terminal of 
the unknown. Such a disposition of ap- 



Fiocre 2. This line wire 
conneclor, by means of 
which Curve A of Figure 
5 was obtained, is used in 
calibrating all precision 
condensers in our labora¬ 
tories. An older type of 
connector is shown lean¬ 
ing against the condenser 
cabinet, and produces a 
much greater error as 
shown in Curve B of 
Figure 5 
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|iaratiii) is Hlumn in Figure 2. Ila\iug 
made a Aiinieient ineasuremenl, 8ueli as 
balancing a bridge, for ibis condilitm. I he 
unknown condenser is connected into 
circuit and the second lialance made. In 
this manner the effect of the leads is 
taken into account. f(»r this should Ik* the 
same in both measurements. It apjiears. 
however, that the capacitance measured 
depends upon the original separation of 
the high lead and the high terminal of 
the unknown. 

Figure 3 illustrates the various capac¬ 
itances which enter the problem. For 
the first measurement the high lead has a 
total capacitance to ground and a 
capacitaiK-e Ck to the high terminal of 
the unknown capacitance C,, both of 
these capacitances ^•orresponding to a 
certain s€*paration /i. The total capaci¬ 
tance of the system is 


C 4- C, -h 


ChC^ 
Ck 4- Cx 


'file high lead is then brought into 
contact with the high terminal, making 
h = 0 and Ck — The standard con¬ 
denser is then changed to a capacitance 
CV such that the total capacitance of the 
svstem is the same as before. The 
change in capacitance Af? of the 
standard <*onden.ser is 


AC = Cx + AC, - Ck 

C\Cx 


where Ck is written for 


Ch -f Ct 


because 


in general C* is very small compared to 
C,. Other obst‘rvations are then made for 
different distances of separation /i. and 
the capacitance changes AC plotted 
against /i, as shown in Figure 4. If in 
moving the high lead over the distance 
/i, the ground capacitance C, does not 
change, i.e., AC, = 0, the plot of AC 
against h will have a horizontal asymp¬ 
tote. which is the true value of C,. Fven 
under the most favorable conditions, 
there will be some change in this ground 



capacitance as the spacing h is changed. 
If the high lead is a fine wire and is kept 
a consiilerable distance from all grounded 
surfaces, the change in C, w ill be approx¬ 
imately a linear function of h. 'J'he plot 
of AC will then have a slanting asymp¬ 
tote w hose intercept is the value of C,. 
4'he finer the wire and the greater the 
distance to ground, within limits, the 
more nearly horizontal is this asymp¬ 
tote. For a large wire near the grounded 
panels the change in C, is such that this 
plot of AC has a maximum and changes 
by such a large amount that it is im- 
|>ossihle to draw an asymptote. 

Observations made wiib a Type 716-A 
Capacitance Bridge on a Type 722-1) 
Prei'ision Comlenser are plotted in Fig¬ 
ure 5. Curve A was obtained with the 
c-oiinector shown mounted on the bridge 
in Figure 2. The fine steel w ire is kept as 






*Ca-o 


C| 



Flci Kii 4. ThtH»rrtically, the nicat>iire<l capac¬ 
itance of an air (*on(icni*er plotted aa a func> 
lion of the diHtance h shown in Figche 3 has 
either a horixontal or a vertical asymptote 

far from the groumled panels as possible 
and is raised by means of a cam w hich is 
mounted on the triangular support, 'fhe 
slanting asymptote is well defined and 
gives a value of 99.13 g/uf for the capaci- 
tamx* of the unknown condenser. The 
curve has this value for a separation h of 
^ iiwh. Hence, with this connector and a 
^ 4 -inch separation, it should be fiossible 
to measure capacitance to within iO.Ol 
gjuf. Curve /f w as obtained using the con¬ 
nector which is shown leaning against 
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llie precision condenser. (.)nly llie verli- 
cal rod moves, and its capacitance to 
ground should change only slowly. The 
supjx»rling bar is, however, wide enough 
to shield the rod and cause the groun<l 
capacitance to change rapidly as the rod 
is raised, lienee all measured values of 
AC are low, and no asymptote can be 
drawn. The panel of the precision con¬ 
denser was next depressed 5 inches an<l 
Curve C obtained. This shows a great 
improvement over Ciuve /i, but the 
slanting asymptote is not easily defined. 
The critical separation /i is inches. 
Curve 1) was obtained with No. 16 par¬ 
allel wires at the same height from the 
panel as the hole in the terminal. There 
is no possibility of drawing an asymp¬ 
tote, and the critical separation is only 
0.1 inch. 

The fine w ire connector is now used for 
all accurate capacitance measurements 
in the (General Radio testing laboratory. 
The critical separation of }<4 inch is al¬ 
ways obtained by adjustment of the 
height of the high terminal and the cam 
then used to make quick connection or 
disconnection. Observations can be re- 
|)eated to 0.01 /Lz/^f and to 0.02 nfif even 
when the condensers are removed and 
then reassembled. DilTerent types of con¬ 
densers, both standard and unknown. 


can affect the value of the critical sepa¬ 
ration so that 0.1 is at present set as 
a conservative error. 

There are, of course, many ways of 
connecting condensers in parallel so that 
their capacitances add with only slight 
error. Type .509 Clondensers are built to 
be staz’ked one on top of another. Plug.*^ 
projecting dow nward from the terminals 
fit into the jack tops of the terminals be¬ 
low .The plugs add a capacitance of about 
0.5There is a decrease in capacitance 
amounting to about 0.3 /z/xf w hen similar 
units are placed below and above. These 
condensers are, therefore, most accurate¬ 
ly measured by using two dummy cases 
between which they are always placed. 
The error of measurement is rbO.Ol /u/zf. 

When the |M>wer factor of a condenser, 
as well as its capacitance, is to be meas¬ 
ured, extra care must be taken to keej) 
I he contact resistance of the connections 
low. The ez|ui valent series resistance of a 
condenser varies inversely both as the 
capacitance and as the frequency. Even 
at a frequency of 1 kilocycle the re¬ 
sistance of a I condenser of pow er fa<*- 
tor 0.0005 is only 0.08 ohm. The use of 
plugs and jacks under these circum¬ 
stances is questionable. 

In the most precise work the con¬ 
denser is provided with a third terminal 
connected to guard electrodes or to 
I he shield from w hich the main ter¬ 
minals of the condenser are now in¬ 
sulated, and the bridge is provided 
with a guard circuit to which the 
extra terminal is connected. By these 
devices the connection capacitances 
and their jiower factors are nuiioved 
from the direct measurement. 

— Robekt F. Field 

EiciiRE 5. Differeni types and arrange¬ 
ments of connectors produce differently 
shuptnl plots of measured capacitance 
against the distance h. Curv'e .4, taken with 
the fine wire connector of Figure 2, is the 
only one of the four curves which has a 
well-defined asymptote 


9913 - 





- 













99.2 - 







0 O.S I LS 2 2^ 3 

h IN INCHES 





lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 . (800) 899-8438 - FAX: (516) 334-5988 


















5 



A VISUAL BALANCE INDICATOR 
FOR A-C BRIDGE MEASUREMENTS 


•THE PRECISION OF BALANCE 

of aHT hridgeH is a direct function of the 
s(‘n.sitivity of the null indicator. At a fre- 
fjuency of lO(M) cycles, where most elec¬ 
trical coininunications measurements are 
made, nia{;netic head telephones, by 
virtue of their mechanical resonance, 
have adequate sensitivity when used 
with an amplifier. For commercial |M>wer 
frequencies and for the higher audio 
range, however, headphones are not 
suitable, l»eing limited by their own lack 
of sensitivity as well as that of the ear. 
For these frequencies, a visual indicator 
is desirable. 

'File copper-oxide-rectifier meter in 
conjunction with an amplifier provides 
adequate sensitivity and is convenient to 
use. To facilitate the use of this visual 
indicator, the Type 8li-AU Amplifier (a 
relay-rack model) is provided with space 
for mounting a standard-size meter. This 
amplifier, in (*onjunction with a cop|>er- 
oxide meter, is an excellent detcetf)r for 
6()-cycle measurements. 

The meter, mounted on the amplifier 
panel, is shown in F'igure 1. Space behind 
the meter is used for batteries. 


'I'his meter is also used in the Type 
V83-F Output Meter*. Its impedance is 
2(),()0() ohms and its frequency charac¬ 
teristic is considerably better than any 
previously obtainable. Two volts are re¬ 
quired for full-scale deflection, and the 
smallest scale division is 0.1 volt. A de¬ 
flection of one-quarter division, or 0.025 
volt, is easily detected. 

About 4 microvolts applieil to the am¬ 
plifier input will give this deflection on 
the meter. With 10 volts applied to the 
Type 716-A Capacitance Bridge, this 
means that capacitance anil flower 
factor can be balanced t<i u few mil¬ 
lionths. 

The sensitivity of the meter is essen¬ 
tially constant up to 10 kilocycles and 
alM>ut equivalent to that of head tele¬ 
phones at 10 kilc>cycles and 100 cycles. 
Head telephones at low frequencies, 
however, tend to emphasize harmonics 
because of mechanical resonance effects, 
and, at frequencies as low as 60 cycles, 
there is always the possibility that the 
ear will re-combine harmonu's to pro¬ 
duce the fundamental. 

* KxprrimefUa -, June, 1937. 


Ficlrb 1. The Tvpe 814-AR Amplifier with meter and filter. The filter can be mounted at the 
rear of the instrument, and is connected to the panel jack through a hole in the panel 
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SharpnesH of balance with eilhcr meter 
or headphones is greatly increased by the 
use of a filter to exclude harmonics. 
Type 814-P Tuned Circuits^ have lieen 
designed for this purjjose and <’an be con- 

* Experimenter , Man<h. 1937. 


nected in the grid circuit of the last am¬ 
plifier tuht* hy plugging into a jack on 
the amplifier panel. These circuits are 
stocked in two models, one operating at 
KKK) cycles and i(K> cycles, and the other 
tuned to 60 cycles. Other single-fre¬ 
quency and multiple-frequency units 
can he built to order. 


Type 

Datcripdon 

f.Wc ff itrtf 

Prict' 

8U-\H 

j .‘Vmplilier 

AUINK 1 

$97..yO 

81t-P2 

1 Tuned Cirruit -tOO and lIMM) cycles 

AMBLE 

17.50 

81t-P.3 

1 Tiinerl Circuit —60 cycles 

AMPLE 

12.00 

t88-ni 

1 RiMHifier Meter 

OIIRMRTSEAT 

.10.00 


This inMrunfnl licwnMMl under palenli nf ihe Atnrrioio Talopbon* •nd Telegrapb Compauv aolely for uliliulioo in reaearch. 
inv«Hitt|(atioa. in«iaaumnfMit. leating. inalrurtiiia. and derelu|Mnrnl work in purr and applic>d* ari«oce. 


SHIELDED TRANSFORMERS FOR 
BALANCED CIRCUIT MEASUREMENTS 


• ONE OF OUR RECENT routine 
measurement problems re<piired a bal¬ 
anced power source at several hundred 
kilocycles. To obtain this, a shielded 
transformer operating at these fre¬ 
quencies was necessary. Type 578 Trans¬ 
formers were tried. an<l proved to lie ex¬ 
cellent for the pur[>ose. These trans¬ 



formers were originally desigfied for use 
with inq)edance bridges and were de¬ 
scribed in the Kxfyerimenter for April, 
1934 and October, 1935. 

Two shields are used on the Type 578 
Transformer so that it can Ir‘ used in 
either direction. The shields completely 
surround ea(*h winding and make the ter¬ 
minal capacitances equal. This double 
shiehling also reduces the magnitude of 
the terminal capacitances, which is de¬ 
sirable for w'ork at high frequencies in 
order to avoid too great a shunting ef¬ 
fect on the secondarv’ load im|)edances. 

Figure 2 shows the Type 578 Trans- 
f«)rnier as the coupling devuv lM‘tween an 
unbalanced ami a balanced system. The 
<’apacitances w hif‘h must he equal (or of 
negligible magnitude) are Q and C 2 . 
F.ach of these (‘onsists of the terminal 
capacitance of the winding to shield in 
series with one-half the shield-to-shield 
capacitance. I'he magnitude of Ci and C 2 
is about 40 fifif each and they do not dif¬ 
fer by more than 3 


FlOt'RE 1. 

'rile Type .S78 'rrun.*^ former 
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Figure 2. This diagram shows the shielding arrangement and the capacitances which are assn- 
ciated with each terminal. For the connection shown, Ci and Cj are about 40 each. Note that 
the transformer windings are not center-tapped 


With Zi and Zo each equal to 3000 
olitn^ reaiative, the unbalance caused by 
the maximum inequality of transformer 
terminal capacitances is, at 0.5 mega¬ 
cycle, about 1.5% in impedance and 2° 
in phase. At lower frequencies and with 
lower values of Zi and Zs, the unbalance 
is, of course, corre8|)ondingly less. At 
audio and low radio frequencies and with 
500-ohm circuits, little, if any, unbalance 
will be noticed. 

When the transformer is used to ob¬ 
tain a balanced source for measurements 
of gain or attenuation, the magnitude of 
Z| and Zc is not im|K>rtant since the volt¬ 


ages across them are usually held con¬ 
stant to simulate a zero-impedance gen¬ 
erator. 

When a vacuum-tube voltmeter is 
used to measure equal voltages across Z\ 
and Zs, even onler harmonics in the volt¬ 
age wave can province unequal voltage 
readings if the voltmeter is not a true 
square-law device. To avoid this, it is de¬ 
sirable to use a filter between generator 
and transformer. 

Three models of this transformer are 
available, covering an effective fre- 
(piency range of 20 cycles to 0.5 mega¬ 
cycle. — W. G. Webster 


Impeilanve Han^* 


Type 

Frequency Ranftc* 

Primary’ 

Secondary^ 

Code If ord 

Price 

.578-.\ 

50 cycif* lo 10 kc 

50 n to 5 Kil 

\ Kll to 100 Kii 

TABI.E 

$15.00 

578-B 

20 cycles to 5 kc 

60 n to 6 Kii 

1 Kfi to 120 Kn 

TENOR 

15.00 

578-C: 

2 kc lo 500 kc 

20 U to 2 Kil 

4 KQ to 40 Ki> 

TKIMO 

15.00 


*Ranse Cor voltage tramfer within 6 db of matiniiim value. At eatrrtne end# of Irath ira|iedant'e and frequencf range*, the 
rombioed Iom may lie 12 db. 

tTtie low impedanre tvinding ia ronaideved to be the primary. 
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Of iiKKlern arrhilerture in keeping 
with it8 general surroundings is our new 
Hollywood ofliee at 1000 North Seward 
Street. We share the iM’cupancv of this 
hiiilding with the C. C. Langevin Com¬ 
pany, w ho for nearly a decade and a half 
have represented us on the Pacific Coast. 


The specialization of the Langevin organ¬ 
ization in sound work and the diversifi¬ 
cation of our own activities made sepa¬ 
ration of the two organizations ailvisahle. 
'Pile pangs of parting were greatly 
softened by the arrangement which 
makes Mr. I^angevin our genial landlord. 


'TPI/E General Radio EXPERtMEISTER is mailed without charge each 
month to engineers^ scientists, technicians^ ami others interested in 
communication-/reifuency measurement and control problems. When 
sending requests for subscriptions and address-change notices, please 
supply the following information: name, comfHtny name, company ad¬ 
dress^ type of business com/Hiny is engaged in, anti title or position of 
indiviflital. 


GENERAL RADIO COMPANY 

30 STATE STREET CAMBRIDGE A, MASSACHUSETTS 

BRANCH ENGINEERING OFFICES 
90 WEST STREET. NEW YORK CITY 
1000 NORTH SEWARD STREET, LOS ANGELES, CALIFORNIA 
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